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Abstract 

A laser-induced fluorescence technique has 
been developed that provides a practical means of 
nonintrusively measuring the instantaneous temper- 
atures in low-temperature turbulent flows . The 
capabilities of the method are reviewed, and its 
application to a simple, two-dimensional, turbu- 
lent boundary-layer flow at Mach 2 is reported. 
Measurements of the average temperature distribu- 
tion through the boundary layer and the magnitudes 
of temperature fluctuations about their average 
values are presented. 


Introduction 

At the present time, few nonintrusive diagnos- 
tic methods are available that have sufficient tem- 
poral and spatial resolution for measuring the 
parameters of interest in fluid dynamics research 
of cold, turbulent flows. Except for velocity 
measurements using the well-established laser- 
Doppler velocimetry method, laser-based techniques 
giving measurements of other flow field properties, 
such as temperature and density, have not yet been 
demonstrated that are adequate for the instanta- 
neous sampling of fluctuating quantities. For 
example, light-scattering processes, such as 
Rayleigh or spontaneous Raman techniques, are gen- 
erally restricted to time-averaged measurements; a 
result of their intrinsically low scattering cross 
sections and the corresponding difficulties asso- 
ciated with extracting the signal of interest from 
background noise. 1 * 2 Modern nonlinear optical 
methods, such as coherent anti-Stokes Raman scat- 
tering (CARS), have been successfully applied pri- 
marily to high-temperature combustion environments. 
However, an alternative optical diagnostic tech- 
nique that can provide both temporal and spatial 
resolution in low-temperature fluctuating or turbu- 
lent flows is laser- induced fluorescence (LIF) , as 
the results reported here will show. 

The sensitive measurement of temperature in 
low-temperature flows, using LIF, requires consid- 
eration of several fundamental requirements. Those 
of primary importance include 1) the presence in 
the flow of a molecular species with absorbing and 
fluorescing transitions of sufficient strength to 
provide low-noise signals and signals that are 
resonant with available laser frequencies; 2) the 
use of spectral features that can be resolved with 
sufficient detail to accurately infer a tempera- 
ture; and 3) the availability of sufficient infor- 
mation to accurately account for the effects of 
fluorescence trapping, collisional quenching, and 
other fundamental molecular processes affecting the 
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fluorescence signals. Generally, to obtain prac- 
tical spectroscopic measurements of temperature in 
the range from 150 to 300 K, typical of many gas- 
dynamic test facilities, rotational line spectra 
must be used because only rotational energy differ- 
ences are smaller than or comparable to the thermal 
energy being measured. 

Here, we report the application of a laser- 
induced fluorescence technique, which meets these 
requirements, to a low-temperature supersonic tur- 
bulent flow. To our knowledge, these data are the 
first of their kind obtained by nonintrusive means 
with adequate temporal and spatial resolution for 
turbulent boundary-layer studies. The method, 
similar to that described previously, 3 ’ 1 * requires 
that the flow be seeded with a low concentration of 
nitric oxide. It relies on the detection of the 
broadband ultraviolet (UV) fluorescence following 
laser excitation of two transitions originating 
from different ground-state rotational levels in 
the N0(X 2 n,v" = 0 -*• A 2 I + ,v’ - 0) vibronic y band. 
Each excitation may be accomplished by using either 
one-photon or two-photon absorption and each is 
induced by a separate tunable laser with its fre- 
quency set at the molecular transition of interest. 
The relative energy absorbed by each transition is 
measured by monitoring the subsequent broadband 
fluorescent emission. The two laser pulses are 
slightly separated in time, allowing both fluores- 
cence waveforms to be simultaneously recorded with 
a single detection system. Subsequent deconvolu- 
tion of the double-pulse waveform allows the indi- 
vidual fluorescence energies to be computed. Since 
the fluorescence energy is proportional to the 
energy absorbed by the molecule for each transi- 
tion, and since that in turn is proportional to the 
initial state number densities, the ratio of fluo- 
rescence energies for the two transitions can be 
related to the rotational temperature of the ground- 
state NO molecule through the Boltzmann relation for 
the rotational state number densities: 

-(E 2 - E x )’ 
kT _ 

where Ij_ is the fluorescence intensity, E^ is the 
ground-state rotational energy, n^ is the ground- 
state number density of each transition, i, k is 
the Boltzmann constant, and T is the rotational 
temperature. The rotational temperature thus 
obtained for the NO constituent is closely coupled 
to the kinetic temperature of the gas mixture, pro- 
viding repetitive measurements of the local kinetic 
temperature, acquired at the laser pulse-repetition 
rate. Similar fluorescence measurements are also 
made simultaneously in a nonflowing reference cell 
at a known pressure and temperature to normalize the 
variations in fluorescence signal strength owing to 
pulse-to-pulse fluctuations in laser energy and 
spectral frequency. 
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Wind Tunnel 


Experimental Method 


The flow facility used for these experiments 
is a small blowdown wind tunnel consisting of a 
high-pressure storage reservoir at ambient, tempera- 
ture, a supersonic-nozzle test section, and an 
evacuated dump tank. The facility can handle toxic 
gases such as NO at low concentration levels. Up 
to 300 ppm NO in nitrogen was used for the two- 
photon LIF measurements. The boundary layer 
studied was produced on the lower wall of a rec- 
tangular Mach 2 nozzle. Figure 1 shows a simple 
schematic of the boundary-layer channel and depicts 
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Fig. 1 Boundary-layer channel, a) Schematic of 
test section depicting laser access and fluores- 
cence emission ports; b) view of light collection 
geometry and imaging system. 


the test-section instrumentation ports and collec- 
tion optics geometry used for the fluorescence 
measurements. The nozzle has a 25 x 64-mm exit, 
followed by a slightly diverging channel that 
extends 762 mm from the nozzle throat to the mea- 
surement ports. The facility was operated at 
ambient total temperature with stagnation pres- 
sures ranging from 3 to 7 atm. At a stagnation 
pressure of 3.5 atm, the test section contained a 
fully turbulent boundary layer filling the upper 
and lower thirds of its 33-mm height with an invis- 
cid core flow in the center. The test time varied 
from between 5 and 20 sec, with the upper limit 
determined by reservoir stagnation pressure and 
dump-tank capacity. Optical access to the flow for 
the lasers was obtained through 50-mm-diam, fused- 
silica windows mounted on each side of the channel. 
Fluorescence was observed through a similar window 
on the top of the channel. Static pressure measure- 


ments were made at the channel wall and a pitot 
tube was temporarily inserted through the top port 
in the test section to make extensive measurements 
of total pressure through the boundary layer. 
Shadowgraphs of the flow taken with and without 
the pitot tube in place indicated that the measure- 
ment volume was free from shock waves or other sig- 
nificant disturbances. The nominal test conditions 
were as follows. 

Stagnation pressure, P = 3.5 atm 
Mach number, M„ «■ 2.03 
Stagnation temperature, T^ = 295 K 
Free-stream temperature, T^ = 158 K 
Boundary-layer thickness, S * 1.4 cm 
Reynolds number based on 5, Re^ “ 6 * 10 s 
LIF Experiment 

The optical arrangement used for the LIF mea- 
surements is illustrated in Fig. 2. Two grating- 
tuned dye lasers were pumped at 10 Hz by the 355-nm 
third-harmonic output of an Nd:YAG laser. The por- 
tion of the pump beam directed to the second dye 
laser was optically delayed, using two plane mir- 
rors, giving a temporal separation of 130 nsec 
between the two 5-nsec dye-laser pulses. Each 
laser pulse was linearly polarized, and had an 
energy of a few millijoules contained in a spectral 
bandwidth of 0.2-0. 3 cm -1 . 

For two-photon LIF measurements, the first and 
second dye-laser pulses, at wavelengths near 450 nm, 
were tuned to half the transition frequencies corre- 
sponding to the J" “ 19 1/2 and J" » 7 1/2, 

Sll + R21, two-photon transitions, respectively. 

For single-photon measurements, each dye-laser 
output was frequency-doubled with potassium penta- 
borate (KB5) to produce UV energies of several 
microjoules. The single-photon transitions used 
were the J" = 18 1/2, Qll + P21 line and the 
J" ** 7 1/2, R21 line. In both cases the orthogo- 
nally polarized beams were made collinear, focused 
by a common lens with a 500-mm focal length, and 
partitioned in the wind-tunnel test section and 
reference cell. The focal spot size at the mea- 
suring point was 0.5 mm. 

Broadband nitric oxide fluorescence in the 
spectral range from 225 to 330 nm was collected 
from the flow channel and reference cell with 
nearly identical f/1 f used-silica optics. It was 
transmitted through broadband UV filters and 
imaged through an aperture that limited the observed 
sample volume to a 1-mm path length along the laser 
beam axis. The fluorescence waveforms were detected 
by solar-blind photomultipliers, with peak respon- 
sivity in the ultraviolet and recorded by 
Tektronix 7912AD transient digitizers interfaced 
to an HP-1000 computer. The effective temporal 
resolution for each instantaneous temperature mea- 
surement was determined by the 130-nsec separation 
of dye-laser pulses. Spatial resolution was deter- 
mined by the nearly cylindrical sample volume of 
approximately 0.5 mm diam by 1.0 mm in length. 

Before each wind-tunnel run, static fluores- 
cence measurements were performed with the flow 
channel filled with the test gas mixture at ambient 
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WIND TUNNEL 
TEST SECTION 



Fig. 2 Schematic of the experimental arrangement: BCP, beam-combining polarizer cube; WP, half-wave 

plate; L, lens; BS, beamsplitter; M, mirror; COLL, collection system; PMT, photomultiplier tube. 


temperature. These pre-run tests served to cali- 
brate the measurement system, using the known pres- 
sures and temperatures in both the flow channel and 
reference, cell. Gas pressure in the reference cell 
was adjusted so that Voigt line-shape profiles were 
matched to those in the wind-tunnel flow. This 
procedure maximized the effectiveness for normaliza- 
tion of pulse-to-pulse variations in fluorescence 
signal amplitude owing to the unavoidable frequency 
jitter of each dye laser. 

As described in Ref. 3, the data analysis lead- 
ing to a temperature value for each pump laser 
pulse requires knowing the ratio of broadband 
fluorescence energies resulting from each excita- 
tion. The ratio is obtained from each double-pulse 
waveform by fitting it to a six-parameter function 
derived for an exponentially decaying emitter 
driven by a short excitation pulse with a Gaussian 
temporal profile. The two pulses in each waveform 
are then deconvolved and their individual integrals 
computed. The integral of each pulse is assumed to 
be linearly proportional to the total fluorescence 
energy resulting solely from its corresponding 
laser excitation, with account taken of the laser 
spectral width and all collision-broadened molecu- 
lar transitions falling within the excitation 
bandwidth. 

Figure 3 shows an example of some experimental 
fluorescence waveforms and their functional fits 
for typical wind-tunnel conditions using single- 
photon excitation. The first pulse results from 
excitation of the J" =■ 18 1/2 rotational level, 
and the second pulse is from excitation of the 
J" = 7 1/2 level. Ultraviolet laser energies were 
in the range of 1-3 pJ for each excitation. For an 
NO concentration of 100 ppm (Fig. 3a), the photon- 
statistical noise is very low and the signal-to- 
noise ratios for each pulse were approximately 
several hundred to one. For the weaker signals at 
5 ppm (Fig. 3b), the photon-statistical noise on 
the waveforms is evident and easily distinguished 
from the computer-fitted function. The experimental 


waveforms observed using two-photon excitation and 
300 ppm NO had signal-to-noise ratios of about 25 , 
also limited by photon-statistical noise. 


Results 

The instrumental uncertainty for the L1F mea- 
surements was initially evaluated in a low- 
temperature static test cell at conditions dupli- 
cating those expected in the wind tunnel. The cell 
contained thermocouples located close to the laser 
sampling point that provided an independent measure- 
ment of the local temperature in the gas mixture . 
Temperature measurements performed in the static 
cell using two-photon excitation 4 are shown in 
Fig. 4 for a range of temperatures between 155 K 
and 295 K. The average temperatures calculated 
from 50 laser pulses are represented by the circles. 
The error bars indicate the corresponding rms devi- 
ation from each average value. Generally, the 
average spectroscopic temperatures agreed with the 
thermocouple to within ±2%, whereas the instanta- 
neous single-shot temperatures varied between 3% 
and 4% rms for each data set, thus defining the 
instrumental rms noise sensitivity using two-photon 
excitation. 

Two-photon excitation of the NO y(0,0) band, 
although easier and more convenient to implement 
experimentally than single-photon excitation, suf- 
fers from Stark broadening caused by the intense 
laser fields needed to induce appreciable absorp- 
tion. 4 ’ 5 This effect, which manifests itself as a 
power-dependent broadening of the spectroscopic 
lines used for the measurement, defeats the use of 
normalization by a reference cell, and forces the 
measurements to be made using a minimum laser inten- 
sity with a corresponding increase in signal noise. 
It is this basic limitation for the two-photon pro- 
cess that limits the temperature measurement noise 
to approximately 4%. By using single-photon excita- 
tion instead of a multiphoton scheme, much higher 
signal levels can be achieved with much lower laser 
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Fig. 3 Dual-pulse fluorescence waveform (solid 
line) and computer-fitted function (dashed line), 
a) Boundary-layer sample with 100 ppm NO, static 
pressure = 0.43 atm, T = 172 K; b) room-temperature 
sample with 5 ppm NO in 0.5-atm N 2 , T = 294 K; 
c) room-temperature reference cell with 500 ppm NO 
in 0.6 atm N 2 , T ” 295 K. First pulse is fluores- 
cence from the one-photon Qll + P21 (18 1/2) 
excitation; second pulse is from the R21 (7 1/2) 
excitation. Vertical amplifier bandwidth, 20 MHz; 
sweep, 50 nsec/div. 



Fig. 4 Comparison of measured rotational tempera- 
ture and thermocouple temperature using two-photon 
excitation. Cell mixture: 300 ppm NO in 0.5-atm 

N 2 . 

intensities, giving the added advantage that Stark 
effects are completely negligible. The primary 
disadvantages accompanying the use of one-photon 
excitation are the need for a more complicated 
experimental setup, the practical difficulties asso- 
ciated with handling and directing ultraviolet laser 
beams, and the rejection of scattered laser light 
at wavelengths close to those of the fluorescence 
signals. Fortunately, for the case of NO y(0,0) 
band excitation, the single-photon-induced fluores- 
cence signals are much larger than the stray light 
levels that were encountered in these experiments , 
allowing adequate rejection of radiation at the 
excitation frequency with simple band-pass filters. 

The higher signal levels produced using single- 
photon excitation also allow a considerable reduc- 
tion in nitric oxide seeding concentration. Fig- 
ure 5 is a plot of temperature sensitivity versus 
NO concentration, using UV laser energies of a few 
microjoules. It shows that for nitric oxide con- 
centrations above 50 ppm in 0.5-atm N 2 , the rms 
noise in the temperature measurement is about 1Z. 

At concentrations below 50 ppm, the effects of 
photon-statistical noise begin to increase. Never- 
theless, useful measurements can still be made at 
concentrations of only a few ppm, although inter- 
ference from scattered laser light will become a 
larger fraction of the total signal and may require 
increased spectral filtering. Single-photon mea- 
surements using concentrations of about 1-2 ppm are 
nearly equivalent in noise sensitivity to the corre- 
sponding two-photon measurements made using 300-ppm 
NO. 


The results of the wind-tunnel tests are illus- 
trated in Figs. 6 and 7. Figure 6 shows the dis- 
tribution of average temperature obtained by the 
LIF method, as the measurement point is traversed 
from the channel centerline to a position approxi- 
mately 0.5 mm from the wall. Both one-photon and 
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NITRIC OXIDE CONCENTRATION, ppm 


Fig. 5 Instrumental temperature error as a func- 
tion of nitric oxide concentration, using single- 
photon excitation in a nonflowing cell at ambient 
temperature: P •» 0.5 atm. 


O IMPLIED FROM IMPACT PRESSURE PROBE 
♦ 1-PHOTON AND 2-PHOTON UF 



Fig. 6 Average temperature distribution through 
the boundary layer: channel height H ~ 32.5 mm; 

H* « 2; T t = 295 K; = 158 K. 

two-photon data are presented together and are 
shown by the solid symbols. They represent aver- 
ages accumulated during 13-sec runs, with account 
taken of the declining stagnation temperature that 
is characteristic of blowdown flow facilities. The 
values plotted are the corresponding average tem- 
peratures after 2 sec from the start of the run. 

The data-acquisition rate was limited by the 
digitizers to 5 Hz, corresponding to 65 tempera- 
ture determinations per run. The open symbols are 
temperatures implied from a pitot probe survey at 
the same conditions, using the standard one- 
dimensional equations derived for isentropic com- 
pressible flow 6 and asstuning that the total tem- 
perature and static pressure are constant through 
the boundary layer. The solid theoretical curve 
is a solution of the compressible, turbulent, 
boundary-layer equations using a two-layer alge- 
braic eddy-viscosity model. 7 Average temperatures 
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Fig. 7 Distribution of rms temperature fluctua- 
tions in the boundary layer using single-photon 
LIF; y/6 is the location perpendicular to the wall 
normalized to the boundary-layer thickness. Gas 
mixture, 100 ppm NO; T„ = 158 (Mach 2); S « 1.4 cm. 

determined using either one- or two-photon excita- 
tion are in agreement with one another and both 
agree with the pitot probe results to within ±27.. 

Figure 7 depicts the rms magnitudes of the 
temperature fluctuations owing to turbulence, 
obtained by single-photon LIF for an NO concentra- 
tion of 100 ppm. The total rms deviations have 
been corrected by removing the average instrumental 
noise of = 1% determined from the static calibration 
runs, thus leaving only the fluctuating temperature 
component resulting from the local flow conditions. 
Run-to-run variations of the turbulence level 
determined at the same location in the boundary 
layer may be due in part to statistical uncertain- 
ties resulting from the limited number of data 
samples taken during a given wind-tunnel run. 


Conclusion 

Quantitative nonintrusive measurements of 
fluctuating temperatures using laser-induced fluo- 
rescence have been made in a 3impla, well- 
characterized, Mach 2, turbulent boundary-layer flow, 
seeded with 100-300 ppm of NO. Results obtained 
using both one-photon and two-photon NO y(0,0) rota- 
tional line excitation agree with average tempera- 
ture profiles deduced from pitot-probe surveys to 
within 27.. The method using two-photon LIF has 
been shown to be much less sensitive for instanta- 
neous measurements than the one-photon method, a 
result of optical Stark broadening caused by the 
high laser field Intensities needed for the two- 
photon measurements. The application of one-photon 
LIF in this study has demonstrated the capability 
for directly measuring turbulent fluctuations of 
temperature as small as 1 7. of the average local 
value. Additionally, the one-photon technique 
remains fairly sensitive at much lower NO concen- 
trations, and could be effectively implemented in 
larger scale facilities where lower seeding levels 
are more desirable. 

Work in progress in our laboratory indicates 
that the present method can most likely be extended 
to include simultaneous density measurements using 
an off-resonance excitation approach similar to 
that described for flow studies using iodine fluo- 
rescence. 9 This refinement would allow 
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simultaneous measurements of temperature and den- 
sity, thus providing nonintrusive pressure 
measurements . 
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